Human factors: should your medical devices require intensive care?
The design of a medical device should include active consideration of the way in which real users will actually use the device in the real environment of use. This consideration must include making the way in which the user interfaces with the device, for example, the buttons, the displays, the connections, such that the user can complete their tasks without error and without undue burden. This consideration of realistic user needs is addressed by the discipline of human factors.